We report on the use of the Complex Master-Slave (CMS) method to obtain a long axial range in a sweptsource OCT system, well above the axial range limit imposed by the k -clock of the optical source. This is achieved without the need for software-based k -domain re-sampling or employing an additional Mach-Zehnder interferometer providing a stable k -clock signal to the digitizer board. An imaging range of over 17 mm is reported in each case using a commercially available swept source from either Axsun and Santec operating in the 1 µm region, with a 100 kHz repetition rate, which is about three times the range achievable using either source's built-in k -clock. We have also analyzed the impact the digitization has on the axial range and resolution of the system.
INTRODUCTION
In frequency-domain optical coherence tomography (FD-OCT) methods such as spectral-domain (SD-OCT) and swept-source OCT (SS-OCT), the axial range attainable is limited by the maximum frequency sampling rate used to digitize the interferometric spectra. The instantaneous coherence length of swept sources is generally much longer than the coherence length of the diffracted waves after diffraction in spectrometers, therefore SS-OCT systems exhibit a longer axial range than their SD-OCT counterparts. An axial range exceeding meters was demonstrated in a recent report on ultra-long coherence length VCSEL tunable lasers.
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These long axial range SS-OCT systems are useful in a number of scenarios, ranging from obtaining vascularization maps of large sections of tissue 2, 3 to depth-encoding several measurements in SS-OCT systems with extended functionality, such as passive, multiple input state PS-OCT 4 and the BRAD concept, 5 which allows the sample to be imaged with different orientation angles via a multi-mode optical fiber.
A long coherence length swept source requires multi-GS/s sampling rates. Due to the high cost of digitizers and the requirement to produce a GHz-range clock signal, the majority of reports on SS-OCT are limited to an axial range of 3 − 5 mm. The clock signal used in the spectral sampling operation is the method of choice to perform re-sampling of the spectra, and effectively this dictates the sampling rate of the spectra acquisition. This ultimately limits the axial range to values that are well below the instantaneous coherence length of the swept source.
In order to attain longer axial ranges, strategies bypassing the source's built-in k -clock have been reported, such as: (i) using a dedicated Mach-Zehnder interferometer (MZI) with a large optical path difference (OPD) between the MZI arms, coupled with a high-speed photo-detector that produces a clock signal at high frequencies 4, 6, 7 or (ii) digitizing the interferogram without resorting to an external clock, followed by software-based re-sampling procedures.
8 These strategies introduce additional complexity and impact the performance of the system.
It is possible to improve the software-based re-sampling procedures in terms of speed by implementing the algorithms in GPUs or FPGAs; as an alternative approach, one can work with the interferogram in its original domain post-digitization, and modify the kernel of the Fourier transform. This is effectively the basis of the complex Master-Slave (CMS) method reported by our group. 9 It has been shown that the CMS method presents performance gains when compared to the conventional procedure of software-based re-sampling followed by FFT.
In this communication, we report on the possibility of utilizing the whole axial imaging range provided by the instantaneous coherence length of the swept source, using the CMS approach. This is demonstrated here on two commercially available swept source lasers operating in the 1-micron region. By not utilizing the k -clock function and maximizing the sampling rate of the electronic digitizer, we demonstrate up to 17 mm axial imaging range, well above the 3.7 mm 10 and 4.0 mm 11 figures imposed by the sources' k -clock. Since CMS is employed, no dispersion compensation or additional signal conditioning is necessary, as demonstrated in previous publications. 9, 12, 13 To compare our approach against a typical usage scenario employing the same optical sources while utilizing the clock supplied by the manufacturer, we have also characterized the system in that configuration. The experimental set-up is based on a Mach-Zehnder interferometer with balanced detection, which has been described elsewhere, 9, 14 with a schematic representation presented in Fig. 1 . The optical interferometer is illuminated with light from a swept source (100 kHz A-line rate, 1.06 µm central wavelength; either Axsun Technologies, Billerica, MA, USA or Santec HSL-10100, Aichi, Japan), and the resulting channeled spectra (CS) are detected using a balanced photo-detector, BPD (Thorlabs PDB481C-AC, 1.0 GHz, optimized for 1.06 µm) followed by electrical high-pass filtering (Thorlabs EF515, > 10 MHz passband) and acquisition by either a high-speed digitizer board, ATS (AlazarTech ATS9360, up to 1.8 GS/s sampling rate, 800MHz A/D clock rate) or by a 1 GHz digital storage oscilloscope, DSO (LeCroy WaveRunner 104 MXi, up to 10 GS/s sampling rate, 1 GHz input bandwidth). For part of this study, the source k -clock was used as the sampling clock for the ATS digitizer board.
EXPERIMENTAL SET-UP
In order to fully characterize the sensitivity drop-off with depth, a flat silver mirror was placed in the focal plane of the objective lens MO in the object arm of the interferometer, with no lateral scanning applied. The optical path difference (OPD) was adjusted by using a translation stage (TS) that varies the reference arm length.
RESULTS AND DISCUSSION
The spectra were processed using the CMS method, as described in Rivet et al. 12 For each CS acquired, the corresponding peak of the A-scan was located and its amplitude represented against the TS position, which can be linked to an OPD value. The full data sets for the two sources, acquired with either the ATS (with and without the source k -clock being used) or the DSO, are represented in Fig. 2 . In sub-figure (a) the CS visibility versus TS position is presented, while in sub-figure (b) the axial resolution (estimated from the A-scan peak width) versus TS position is presented.
When the k -clock from the optical source is engaged during data acquisition, the imaging depth is significantly reduced. For the Axsun source, with a maximum k -clock frequency of 350 MHz, the maximum imaging range is observed at 3.7 mm. The k -clock for the Santec source has a slightly higher maximum frequency, at 400 MHz, which increases the maximum imaging range to just over 4.0 mm. In Fig. 2 the dark blue vertical line represents the axial range limit introduced by the k -clock of the Axsun source; due to the 350 MHz sampling frequency, the maximum dominant CS frequency which can be sampled in this case is 175 MHz. For the Santec, that limit (depicted by the vertical cyan line) is slightly raised to 200 MHz.
In either case, the drop in the visibility profile at the maximum imaging range is small (under −2.5 dB), which is aided by the long coherence length reported by the manufacturers of these sources.
10, 11 Figure 2 (a) also contains the CS visibility obtained for the spectra acquired with and without the source's k -clock, in the latter case using digital sampling rates of either 1.8 GS/s (acquired with the ATS) or 5 GS/s (acquired with the DSO).
By having a larger digital sampling rate (5 GS/s), the DSO would be expected to reach longer imaging depths than the ATS. Despite that, for the same optical source the curve corresponding to the ATS exhibits higher visibility than that of the DSO for the same OPD. This may be due to the limited bit depth resolution of the DSO (8-bit) versus the 12-bit depth of the ATS.
With both the DSO and ATS we are able to reach over 17 mm imaging range, as shown in Fig. 2 (a) . However, some care must be taken in the interpretation of these results, as the cut-off frequencies for the balanced photo-detector, ATS and DSO are, respectively, 1 GHz, 800 MHz and 1 GHz. By performing a frequency-based analysis on the raw CS obtained for different OPDs it was found 14 that a TS position of 18 mm yields a maximum CS frequency of 800 MHz, therefore one is to expect not just attenuation but also a degradation of the axial resolution at higher imaging ranges, simply because the higher CS frequencies will be further attenuated.
The behavior is well illustrated in Fig. 2 (b) , with the A-scan peak width increasing in most curves with increasing TS position, even if the axial resolution does not decrease by more than 50% in relation to the 10 µm baseline throughout the whole measurement range. It appears that the resolution degradation with increasing TS position is higher for the Santec than for the Axsun, which we conjecture to be related with increasing chirping in the CS due to tuning non-linearities -for the same TS position, the corresponding CS measured with the Santec has a frequency spread nearly twice as large 14 as that measured with the Axsun.
The resolution degradation seems to be more pronounced with the DSO, too; we again attribute this to the limited bit-depth of this device compared to the ATS, as at large OPDs the noise floor is within range of the signal level, with the effect being exacerbated by the limited number of digitization levels.
The data sets acquired using the source k -clock appear to have worse resolution figures, however this can be explained from different sampling lengths employed for the acquisition of these data sets; the digitized spectra do not cover exactly the same tuning range of the source, with the k -clock cases covering a marginally shorter spectral range interval, which in turn yields a slightly worse axial resolution.
In Fig. 3 two composite images are presented, resulting from the fusion of several B-scans of a retinal phantom (Rowe Technical Design OCT Model Eye, Orange County, CA, USA) taken at different reference arm length settings, using the Axsun swept source. With the k -clock on, the imaging range is restricted to just under 4 mm, matching the blue vertical line in Fig. 2 (a) . Without resorting to the k -clock and employing a sampling rate of 1.8 GS/s, it is possible to still obtain a meaningful image at depths close to 16 mm, albeit with a sensitivity penalty, which matches the CS visibility figures represented in Fig. 2 (a) .
In conclusion, we have demonstrated 14 that the MS-OCT processing, when coupled with a high-throughput digitizer card is capable of achieving an imaging range close to the source's imaging range, since it bypasses the limitations introduced by the source's built-in k-clock. The limitations shown by the results presented in this communication stem from the limited sampling rate of the equipment used and not by the method itself.
The enhancement proposed in this communication could help simplifying OCT applications that essentially rely on a long axial range, such as those mentioned earlier in this communication, [2] [3] [4] [5] or just long axial range imaging applications, such as full corneal imaging. 9 Depending on the application, this might need to be complemented by using either low NA interface optics in the sample arm or by employing Bessel beams.
15, 16
If high NA interface optics are needed, then this method can be combined with a Gabor fusion strategy 17, 18 Figure 3. Composite image generated from multiple B-scans taken at different OPD settings (by varying the TS position in steps of 1 mm), using the Axsun source. (a) B-scans were acquired while using the source k -clock. (b) B-scans were acquired using the ATS clock and with the sampling rate maximized at 1.8 GS/s. Scale bar units: mm. Transversal span is approx. 1 mm. Blue arrow: maximum CS frequency attainable with the k -clock of the Axsun source (175 MHz, corresponding to a sampling rate of 350 MHz.
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